Purpose: To propose a method for quantification of vitreous hemorrhages (VH) termed minimum image gain (MIG). Therefore, to obtain MIG measurements in patients with VH and to compare them to normal controls; to compare results between graders; and to obtain and compare MIG from two different ultrasound systems. Methods: Retrospective and cross-sectional, observational, and comparative study performed in two parts: Part 1) Retrospective comparison of MIG in VH vs controls by two experienced graders, with intra/inter-observer variability: MIG technique is described. MIG is performed retrospectively in two groups, VH patients and normal controls. Groups are compared with independent samples t-test. Intra-and interobserver variability between graders was obtained. Part 2) Cross-sectional analysis of variability from nonexperienced graders and with different ultrasound systems: MIG is performed in cross-sectional measurements of VH patients, by two unexperienced graders, and with two ultrasound systems. Interobserver variability and Bland-Altman plot with levels of agreement (LoA) were obtained. Results: Part 1: 50 patients with VH resulted in mean MIG: 52.8 dB; 34 controls resulted in mean MIG: 77.97 dB. Independent samples t-test resulted in a statistical significant difference. Intra-and inter-observer variability resulted in an almost perfect agreement between experienced graders. Part 2: 63 patients with VH, mean MIG: 56.19 dB. Inter-observer variability resulted in a very high agreement between unexperienced observers. LoA resulted in a statistical difference between the two ultrasound systems. Conclusion: MIG may provide an objective and reproducible way to quantify vitreous hemorrhage density and potentially any vitreous humor opacity. Agreement is high even with unexperienced graders. However, the two ultrasound systems analyzed may not be interchangeable.
Introduction
Vitreous hemorrhage (VH) is an important ophthalmic condition that may cause an abrupt decrease in visual acuity (VA) and it often occurs as a complication of an underlying disease. 1, 2 VH has an annual incidence of 7 to 15.4 cases per 100,000 persons, depending on the population studied. 3, 4 Some of the main causes of VH may be proliferative diabetic retinopathy (PDR), retinal vein occlusions (RVOs), ocular trauma, posterior vitreous detachment with or without a retinal tear, etc. [5] [6] [7] [8] [9] During the acute hemorrhagic event, blood passes through holes or apertures in the posterior hyaloid into the vitreous cortex, needing from weeks to months to clear from this location. 1, 10 Currently, there is no objective grading scale for VH. However, Nussenblatt´s standardization for vitreous opacities could be used as a system to clinically grade the opacities. 11, 12 In this scale, the clinical view through indirect ophthalmoscopy of the fundus is compared to a set of standard photographs with different degrees of vitreous haze. This scale is a straightforward way to categorize a VH, allowing the physician in day-to-day clinical practice to remember roughly the structures that need to be visible, in order to grade the hemorrhage without looking constantly at the reference images.
Although Nussenblatt's grading scale has become the standard for more than 30 years, several problems with this system could be considered. First, it may have moderate interobserver agreement, as reported by Hornbeak et al; 13 second, as categorical variables (and not numericalcontinuous), patients that fall in-between categories could yield to the subjective interpretation of each individual examiner and, therefore, may result in low agreement between observers; third, the scale does not allow an adequate measurement of sporadic or interventional improvement, regardless of the vitreous opacity. Therefore, a more objective and reproducible grading method could prove useful.
Since its introduction into the ophthalmology field in 1956, 14 ocular ultrasound has become an invaluable tool that helps determine diagnoses and treatment decisions. All ultrasound systems allow adjustments in the amplification of the echo signals, in other words, the strength of the ultrasound beam. Changing the amplitude will modify the gain or sensitivity setting of the system. Gain is measured in a logarithmic scale in decibels (dB), which represent relative units of ultrasound intensity from the returning echo. Higher gain levels allow greater ability to display weaker echoes, such as vitreous opacities, whereas lower gain levels allow only stronger echoes, for example the sclera, to be displayed. 15, 16 Therefore, gain levels could prove useful as a measuring scale to determine the lowest signal intensity obtained from a specific structure (in the present case, the vitreous humor and VH).
The purpose of this experimental study is to propose a grading method that measures ultrasonic gain to quantify the density of vitreous opacities, using a model of patients with VH. The grading method is termed minimum image gain (MIG). We aim to determine if MIG can be used as an objective and reproducible measuring scale for vitreous humor density. Therefore, our objectives were to obtain and compare MIG measurements in patients with VH and normal controls; to compare results between graders in order to determine intra-and interobserver agreement and, thus, reproducibility of this technique; and to obtain MIG with two different ultrasound systems in order to validate if one system can be interchangeable with the other. Thus, the aim was to provide sufficient information to propose MIG measurements for future studies as an objective and quantitative tool for any vitreous humor opacity.
Methods
This was a retrospective and cross-sectional, observational, and comparative study performed in two parts: 1) Retrospective comparison of MIG in VH vs controls by two experienced ultrasound graders, with intra/interobserver variability; 2) cross-sectional analysis of variability from non-experienced graders and different ultrasound systems. The study was performed under the tenets of the Declaration of Helsinki, and Institutional Review Board (IRB) approval was obtained prior to recruiting and analyzing data. Informed consent was signed before any routine ultrasound examination was performed.
Part 1, retrospective comparison of MIG in VH vs controls by two experienced ultrasound graders, and intra/interobserver variability.
Our hypothesis was that MIG indirectly measures the density of the vitreous humor. Therefore, when analyzing a patient with VH, the vitreous would be expected to have a higher density (because of the blood) and, thus, would result in a lower MIG when compared with a normal vitreous. Therefore, we set to obtain two independent groups for comparison: Group 1, VH (experimental group); and Group 2, normal vitreous (control group). For group 1, data were obtained from 50 eyes of 50 patients with VH that had previously undergone an ocular ultrasound scan with one specific system, the Aviso S (Quantel Medical, Cournon d'Auvergne Cedex, France). Patient's medical records with a diagnosis of VH, regardless of the cause (PDR, RVO, trauma, etc), were randomly selected from the Ultrasound Department of the Asociación Para Evitar la Ceguera en México (Association to Prevent Blindness in Mexico [APEC]). During their routine clinical care, all patients with VH had been examined with ocular ultrasound to rule out other associated diagnoses (ie, rhegmatogenous or tractional retinal detachment). From the images obtained from these patients, MIG measurements (described below) were performed by two experienced ocular ultrasound ophthalmologists with more than 7 years of experience (CBR, MMR). The images that were measured for MIG were the same for each grader. MIG results were blinded from each individual grader when performing the measurements (the dB display on the screen was blocked from view), and graders were masked to each other's results. Only an unmasked researcher (GSV) viewed, recorded, and analyzed the results.
For group 2 (control), data were randomly selected from patients with a diagnosis of cataract, with no ocular comorbidity, who were sent to the Ultrasound Department for intraocular lens (IOL) calculation and routine echographic screening using the same ultrasound system (Aviso S). MIG measurements were performed with the same specifications as described above.
Normality of distribution was tested for each individual group. Independent samples t-test was performed to test if there was a statistical difference between means from each group. To determine the reproducibility and objectivity of MIG measurements, intraobserver and interobserver variability was evaluated by using the intraclass correlation coefficient (ICC) and Cronbach's alpha. For every image analyzed, 3 measurements of MIG were obtained per grader to determine intraobserver variability. To determine interobserver variability, MIG results were compared between graders. Part 2, cross-sectional analysis of variability from nonexperienced graders and different ultrasound systems.
Data were obtained from 63 consecutive patients with VH (from different etiologies) who were scanned by two nonexperienced graders with two systems: the Aviso S and the Cinescan S (Quantel Medical, Cournon d'Auvergne Cedex, France). Ultrasound scans were performed by two fellows-intraining at the Ultrasound Department. Considering that the observations performed on Part 1 (that provided proof of concept for MIG) were performed by two experienced graders (ultrasound experts), and that the analysis of the ultrasound was performed on still images rather than patients in a live setting, it was decided to obtain MIG measurements in a crosssectional model to imitate a real-life scenario and validate the technique. Patients with a diagnosis of VH who were scheduled for a routine ocular ultrasound were also imaged using the MIG technique (described in the section "Minimum Image Gain") by the two examiners and with the two ultrasound systems. Again, MIG results were blinded from each individual grader when performing the measurements, and graders were masked to each other's results. ICC and Cronbach's alpha were again obtained to measure interobserver variability. To test if one ultrasound system can be exchangeable with another, a Bland-Altman plot with a t-test and levels of agreement (LoA) were obtained.
Ocular Ultrasound Examinations
All ultrasound examinations were performed with this examination technique, as per protocol of the Ultrasound Department: With the patient at dorsal decubitus position, a 10 MHz, B-scan ultrasound probe (with a depth of exploration of 20 to 60 mm, focus of 21 to 25 mm, axial resolution of 150 µm, and lateral resolution of 300 µm) was used to evaluate the temporal quadrant of the globe. A longitudinal image was obtained where the optic nerve head, macula, peripheral retina, and external rectus muscle could be visualized. Therefore, the 9 o'clock meridian was analyzed for right eyes and 3 o'clock for left eyes ( Figure 1A ).
Minimum Image Gain (MIG)
To obtain MIG measurements, the following method is proposed: The longitudinal image previously described is observed without any additional zoom, with the highest amount of gain in decibels, ie, 110 dB ( Figure 1B) . The scan's gain is then lowered until the observer visualizes a completely "echo-silent" vitreous cavity (ie, no vitreous humor, hemorrhage, nor any opacity is observed inside the vitreous cavity), even if some details of the rest of the scan are lost (ie, visualization of the retina and choroid will also decrease partially) ( Figure 1C ). The point where there is
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A Figure 1 no observable vitreous/VH is termed MIG, and the decibels are registered.
Statistical Analysis
All data were recorded into spreadsheets using Numbers for Mac (Version 3.6.2. Apple Inc, Cupertino, CA. USA). Statistical analysis was performed using SPSS (IBM SPSS Statistics, Ver. 22. IBM, Armonk, NY, USA). Demographic data are reported using descriptive statistics (mean, median, standard deviation). Normality of distribution was tested with the Shapiro-Wilk test. For comparison of groups, the independent samples t-test was performed. For intra-and interobserver variability, both for experienced and for nonexperienced graders, ICC and Cronbach's alpha were performed. To determine the interchangeability of systems, a Bland-Altman Plot with t-test was done. Statistical significance was set to be <0.05.
Results
Part 1. Retrospective comparison of MIG in VH vs controls by two experienced ultrasound graders, with intra/ interobserver variability.
Baseline Characteristics
Patients were divided into two groups: Group 1, VHs; Group 2, controls. A total of 50 eyes of 50 patients were included in Group 1. Thirty-three were women and 17 men. The mean age was 57 years, standard deviation (σ) 15 years (range: 8-83 years). A total of 34 eyes of 34 patients were included in Group 2. Eighteen were women and 16 were men, with a mean age of 63.42, σ: 11.71 (range: 45-84 years). All patients had a diagnosis of cataract, without other ocular diseases, particularly affecting the vitreous humor.
Minimum Image Gain (MIG)
For the 50 cases that comprised Group 1, the overall MIG obtained from the average of the two graders was 52. 8 A Bland-Altman plot was performed to determine if both systems are interchangeable. A mean difference of 2.548 dB was found for MIG measurements between both systems, with a t-test of P< 0.001, confirming that both groups differ statistically from each other. LoA resulted in −8.01-13.11. Therefore, MIG can be performed with the two systems, but they are not interchangeable with each other.
Finally, we formed a full sample of the 113 patients with VH who were analyzed only with the Aviso S (from parts 1 and 2 combined). The mean MIG for the full sample of VHs resulted in 54.69 dB, σ: 10.52 (range: 36-85 dB; 95% CI: 52.72-56.65). Patients were segmented into their different etiologies: PDR (89 cases) mean MIG: 55 dB, σ: 11 (range: 36-85); trauma (6 cases), mean MIG: 53 dB, σ: 13 (range: 38-65); hemorrhagic posterior vitreous detachment (HPVD) (6 cases) mean MIG: 59 dB, σ: 9 (range: 46-70); RVOs (5 cases) mean MIG: 54 dB, σ: 9 (range: 47-69); suprachoroidal hemorrhage (SCH) (4 cases) mean MIG: 45 dB, σ: 6 (range: 37-50); retinal microaneurysm (RMA) (2 cases) mean MIG: 50 dB, σ: 17 (range: 38-63); postoperative hemorrhage (1 case) 58 dB (Table 2 ).
Discussion
We have presented herein the data of this experimental study, where MIG measurements demonstrated different results with different densities inside the vitreous cavity. We have also demonstrated that this measuring technique can be reproducible among experienced and nonexperienced graders and, although it was not interchangeable between two ultrasound systems, it can be achieved with either one of them. This measuring technique may allow the clinician to determine different densities of a VH (or potentially any vitreous humor opacity, such as infectious or inflammatory), which in turn could influence treatment decisions.
VH is a common disease in any ophthalmology practice. 18 Normally, the VH by itself is not sight-threatening. However, the underlying disease causing the hemorrhage could leave permanent visual damage. Ultrasound scans of the posterior segment are regularly done to rule out those other complications. 19 Therefore, when performing an echography, one could simply obtain vitreous MIG measurements also to know objectively how dense the VH is. We aimed to propose a simple and objective way to achieve this objective. Obtaining MIG measurements on VH can help to determine what hemorrhages have more density and therefore will need a surgery sooner than later.
The density of a specific tissue scanned by an ultrasound could be determined by knowing the acoustic impedance and the speed of sound in that tissue, which would imply having different software adaptations in the echography system. A more simple solution could be to modify the amplitude of the echo signals. Most (if not all) ocular ultrasound systems have the possibility to alter the gain or sensitivity to visualize a structure. With a lower gain, the amplitude of the ultrasound wave will not be strong enough and will attenuate as it goes through the tissue (in this case, the vitreous cavity). Higher sensitivity decreases attenuation, allowing the visualization of minute details. Decreasing the gain until no vitreous humor (or VH) is visualized (minimum gain) would mean that the specific density of the tissue (vitreous and hemorrhage) would be sufficient enough to attenuate the signal at that specific dB. 15, 16 VHs were demonstrated to have lower MIG measurements (52.8 dB) when compared with controls (77.97 dB). Because of the hemorrhage, the density of the vitreous is higher, and therefore, MIG is lower.
Since there are many diseases that can cause VH, and the origin of the hemorrhage could be arterial, venous, capillary, or a combination, it was expected that MIG results would have a considerable range. From the 113 cases analyzed, the mean MIG resulted in 54.69 db (σ: 10.52; range: 36-85 dB). Based on our hypothesis, it could be considered that a more dense hemorrhage would have an MIG below the mean. When segmented by etiologies, most VHs had a mean MIG very close to the overall sample mean. The only cases where more dense VHs were observed were for SCH (mean: 45 dB; σ: 6; range: 37-50), a disease that constitutes severe complications that result in dense bleedings. PDR (the most common etiology analyzed) resulted in a mixed range of results. As it could be expected, the origin of a VH in PDR could depend on the severity of the disease and the associated complications. Based on our results, it could be interesting to see if different etiologies result in different degrees of densities, for example, HPVD should have less dense hemorrhages than a ruptured RMAs. However, since the subgroups of cases analyzed (besides PDR cases) were made up of 6 patients or less, a larger sample is needed to further detect differences among groups.
To validate MIG measurements obtained with this technique, it was considered that Cronbach's alpha and ICC were proper ways to analyze the information, in order to get the internal consistency reliability analysis and intra/interobserver agreement, respectively. Both in the retrospective setting, with experienced graders, as in the real-life scenario with unexperienced graders, the reproducibility of this technique seems to be very high. As a pilot study, it was important to determine first the agreement between experienced ocular ultrasound specialists, in order to validate proof of concept. Once achieved, we tested our technique in a live setting, and again, MIG seems to be objective and reproducible, with a high agreement between observers. When analyzing different systems, MIG measurements can be performed. However, LoA is clinically incompatible for the two systems to be interchangeable. Furthermore, the t-test performed indicates that the results, although similar, differ when obtained by the Aviso S and the Cinescan S.
The measurements proposed in this study could have subjective variability, based mainly on the grader's location of the ultrasound probe and the grader's interpretation of an "echosilent" vitreous cavity. To decrease the subjectivity and variability, we suggest a standard method, where the probe is positioned in the appropriate location, and the ultrasound specialist/technician visualizes the optic nerve, the macula, and the horizontal rectus muscle. It was agreed among the ultrasound specialists involved in this research (CBR, MMR, EMA) that the most important scan to analyze and measure would be the longitudinal meridian in the 9 o'clock position for the right eye, and 3 o'clock position for the left eye, where the optic nerve and macula can be observed entirely. The importance of this scan is obvious since any structural abnormality found affecting the macula or the optic nerve could affect the visual prognosis of each patient. We proved that, even if the position of the probe varied slightly from one scan to the next, and between graders, the agreement is still high and the method is reproducible. The second issue, determining the point of an "echo-silent" cavity could also affect the validity of the results. However, the graders found it to be relatively simple to achieve without much doubt, and the results demonstrated that there was high agreement within each observer and between observers. Therefore, this method seems to be reproducible.
Interestingly, not many studies have addressed the objective of measuring VH density (or any vitreous opacities). Like Nussenblatt's scale, 11 Kocabora et al 20 identified echographic signs that predict the prognosis of diabetic VH. In their study, the eyes analyzed were scanned transversely and longitudinally in each quadrant, with a density evaluation with maximum gain at T+9. Echographic signs were classified according to blood density, blood location, and presence of vitreoretinal traction. The investigators found that patients who had a nonclearing VH had a high-to-moderate density of blood, partial posterior vitreous detachment with one or more traction sites, and blood located in the vitreous gel. Their measurement of density was based on a subjective categorical scale that classified blood density into two groups. The low-density group had "less abundant and less reflective opacities," while the high-density group had "moderate to high density, with more abundant and more reflective opacities." In another study, a post-hoc analysis of the Vitrase for Vitreous Hemorrhage Study Groups, 21 Bhavsar et al 22 reported the use of another categorical grading scale, similar to Nussenblatt's, to predict the response of ovine hyaluronidase on VH, termed the Total Hemorrhage Point Score. The authors discuss and acknowledge the subjective nature of the scoring methodology, but validate its use with a previous report. 21 However, these two investigations and grading scales have the same problems addressed initially, both of them are subjective, may present low agreement, and small changes upon improvement or worsening of the VH could be difficult to detect.
As mentioned before, an alternate way to determine vitreous density would be to measure acoustic impedance. This could be done by measuring frequency backscatter data to analyze the acoustic properties of an individual tissue. Previous studies have reported using quantitative systems such as this. 23 Mamou et al 24 developed an ultrasound-based quantification of vitreous floaters, where the raw ultrasound data were processed for quantification in a different setting from the clinic. The investigators found that their measurements reflected a range of vitreous echo-densities and correlated positively with degradation in contrast sensitivity and patient dissatisfaction. However, results from the posterior vitreous were not reproducible. Also, their technique implied using a customized ultrasound system and analyzing the results in a different, more specialized research setting. As shown by our study, we wish to propose this technique as a simplified, practical, and readily available method to measure any vitreous opacity objectively, potentially with any ultrasound system.
In conclusion, in this experimental study, we proposed a method termed MIG, to quantify vitreous humor density, in this case shown in patients with VH and controls. We demonstrated that different densities inside the vitreous will have different MIG measurements. MIG was proven to be reproducible among different examiners, even unexperienced graders. It can be achieved with two different ultrasound systems independently, but the systems studied herein were not interchangeable with each other.
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